[Use of microprocessor controllers for the analysis of Doppler signals of blood flow velocity].
Herein the approach to the design of the ultrasound Doppler constant emitters has been considered. One of its versions is the described unit, which allows one to store in its memory and display on the TV monitor curves of the blood flow being divided according the direction, to carry out the spectrum analysis of the Doppler signal in the chosen time intervals, to calculate the quantitative parameters of the blood flow.